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Abstract
The response of a YAP, NaI(Tl) and BaF2 scintillators to X-rays with energies around the Y, I, and Ba K-absorption
edges, respectively, was investigated. For all the scintillators, the amplitude response follows different linear trends for
X-ray energies below and above the respective K-edges, presenting a discontinuity at these energies. An abrupt decrease
of about 3%, 5% and 2% were observed in the detector amplitude at the K-edges, for the YAP, the NaI(Tl) and the
BaF2 scintillator, respectively, corresponding to a decrease of 0.570.1, 1.770.3 and 0.870.2 keV in the energy
calibration line. These discontinuities result in a region within 0.570.1, 1.670.3 and 0.970.2 keV where the X-ray
energy cannot be obtained unambiguously. The scintillation yields for X-rays present abrupt decreases of about 3%,
4% and 2%, respectively, at the K-edges. The measured non-linearity effects are significantly larger than those obtained
for gaseous and semiconductor detectors. The higher amplitude non–linearity observed in NaI(Tl) is attributed to the
larger light yield non-linearity in the electron response of this crystal.
r 2003 Elsevier B.V. All rights reserved.
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Non-linearities in the response of gaseous and
semiconductor detectors to X-rays have been
extensively investigated by both experimental andonding author. Tel.: +351-239-410667; fax: +351-
.
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/j.nima.2003.08.171Monte Carlo studies. While for Xe and Ar gas
detectors significant departure from linearity, in
particular the detector amplitude, have been
observed at the gas absorption edges (see Ref. [1]
and references therein), for semiconductor detec-
tors non-linearity effects were found to be
negligible or non-existent [2–5]. For example, at
the Xe LIII- and K-absorption edges, an abrupt
decrease of about 1.5% and 0.5%, respectively,d.
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types of xenon-gas detectors [1], corresponding to
a decrease of about 90 and 160 eV in the energy
calibration line. For an argon proportional coun-
ter, this decrease of was found to be about 70 eV at
the Ar K-edge [6]. Apart from the regions around
the absorption edges, the amplitude response of
gaseous detectors to X-rays was found to be linear
within the experimental accuracy.
Monte Carlo calculations [1,7] have shown that
non-linearities result from differences in the
efficiencies for converting absorbed radiation into
ionisation, for different atomic sub-shells. The
efficiency for converting absorbed X-ray energies
into ionisation is lower when photon interactions
take place in atomic sub-shells with higher binding
energy. When a new photo-ionisation channel
becomes energetically accessible, the subsequent
de-excitation cascade of the photoionised atoms
result in a larger number of electron vacancies in
the outermost sub-shells. Additionally, the overall
kinetic energy of the photoelectron and other
electrons emitted by the photoionised atom
decreases, producing a smaller number of primary
electrons during the thermalization process [1,8].
At still higher energies, the energy dissipated in
establishing the cascade vacancies and the kinetic
energy of electrons emitted by the photoionised
atom is a smaller fraction of the total energy
transferred to those electrons, and approximate
energy linearity is restored. However, for semi-
conductor detectors the electrons of the outermost
sub-shells are shared in covalent orbitals, and
collective effects of the crystalline medium dom-
inate the energy absorption processes, minimising
any non-linearity [2,3].
Non-linearities in the response of inorganic
scintillators to X-rays have also been investigated,
being NaI(Tl) the most studied one (see Ref. [9]
and the references therein). While Leutz et al. [10]
conclude that there are no intrinsic non-linearity
effects in NaI(Tl), Valentine et al. [11] provide
arguments disregarding that conclusion. Wayne
et al. [12] present a detailed study on the X-ray
scintillation yield, i.e. the light output response
divided by the X-ray energy, as a function of the
X-ray energy for NaI(Tl), in particular in the
region around the I K-edge, using a synchrotronradiation source. The X-ray scintillation yield
presents an abrupt variation at the I K–edge and
a continuous variation below and above the edge.
This behaviour is typical for this type of ionic
scintillators (see Ref. [9] and the references therein)
and is similar to that presented by w-values, i.e.,
the average energy to produce an electron–ion
pair, in xenon gaseous detectors. Dorenbos et al.
[9] present a very detailed review on the non–
linearity studies in scintillators and also present
experimental results for modern scintillators, such
as LSO, YAP, BaF2 and others.
In general, the non-linearity studies refer to
the X-ray scintillation yield as a function of the
X-ray energy and do not refer its effect on the
detector amplitude response [9,11]. However, as
discussed in Ref. [4], although the continuous
variation of w with the X-ray energy cannot be
neglected, its effect on the detector amplitude
linearity is small, so that, apart from the abrupt
discontinuities near the subshell-thresholds, the
detector amplitude varies almost linearly with the
X-ray energy. The same behaviour is expected to
be present in scintillators. In particular, although
the scintillation response may present a nearly
linear behaviour, a significant non-linearity is
expected to be observed at the medium absorption
edges. Such significant discontinuities in the
amplitude response of scintillators have not yet
been reported.
On the other hand, the results presented for
some modern scintillators, like YAP and BaF2, are
scarce, and do not include a significant number
of data for X-ray energies around the respective
K-edges [9,13].
In the present work we experimentally investi-
gate the response of NaI(Tl), BaF2 and YAP
scintillators to X-rays with energies around the
K-edges of I, Ba and Y, respectively. Detector
amplitude and scintillation yield behaviour are
studied as a function of the X-ray energy. Photon
responses have been calculated from measured
electron responses, using dedicated Monte Carlo
Codes [11,14,15]. The detailed scintillation re-
sponse to X-rays with energies around the K-edge
can be used as input for, or in combination with,
these simulations, in order to have better assess-
ment of electron responses at low energies
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Characteristic radiation lines used in the experiment
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the calculated photon response (e.g. see Ref. [15]).K Lines Ex (keV) K Lines Ex (keV)
Sr Ka 14.142 Sb Ka 26.274
Y Ka 14.933 I Ka 28.512
Zr Ka 15.746 Cs Ka 30.854
Nb Ka 16.584 Ba Ka 32.065
Mo Ka 17.443 La Ka 33.302
Ru Ka 19.235 Ce Ka 34.569
Rh Ka 20.167 Pr Ka 35.864
Pd Ka 21.123 Nd Ka 37.185
Ag Ka 22.104 Sm Ka 39.914
In Ka 24.139 Gd Ka 42.761
Sn Ka 25.193 Dy Ka 45.728
Er Ka 48.8182. Experimental set-up and method
Fig. 1 depicts the typical configuration of the
excitation/detection system used in this work. The
X-ray energies required for this study were
generated by exciting K-fluorescence lines in
selected target elements. The fluorescent targets
in the shape of disks of about 3 cm in diameter and
1-cm thick were selected on the basis of their
availability and of their Ka-energies (Table 1). The
targets were positioned 45 to the detector axis
while the radioactive source (either 241Cm g-source
or a 109Cd X-ray source) was positioned at 90.
The scintillators were coupled to photomulti-
plier tubes (PMT), being the PMT pulses directed
through a charge preamplifier and an amplifier
(1-ms integration and differentiation time-con-
stants, 2-ms for the BaF2 case) to a 1024 multi-
channel analyser. Both YAP and BaF2 detectors
were home-made detectors, while the NaI(Tl)
detector is commercially available. The NaI(Tl)Fig. 1. Schematic of the detector and the source/target
geometry.is an Harshaw Integral Line, with a 40-cm2
10-cm crystal, the BaF2 detector consisted of a
20-cm2 5-cm crystal coupled to a 5-cm dia-
meter PMT and the YAP detector consisted of
a 13–cm2 2-mm crystal, coupled to the PMT
through optical grease.
The obtained pulse-height distributions were
fitted to Gaussian functions superimposed on a
linear background, using the least-squares fit
method [16]. The peak-centroid and energy resolu-
tion were monitored as a function of the X-ray
energy. By measuring at these discrete energies, the
integral non-linearity in the detector is obtained,
in opposition to the differential and integral
non-linearities that could be measured using a
continuously tuneable X-ray source, such as
synchrotron radiation. However, this method has
been used to measure the non-linearity in the res-
ponse of Xe, Ar, Ge and CZT detectors around the
L- and/or K-edges [1,4–6] and presented similar
results to those obtained with other methods [1,4].
Additionally, as a single discontinuity may exist at
the K-edge, the analysis performed with this
method is valid for the whole covered region.
Three different regions were considered, around
Y, I and Ba K–edges, respectively. A fixed X-ray
line was monitored throughout each run, to check
system stability and to evaluate the errors in the
obtained peak-centroids. At least four independent
runs were performed for each region to evaluate
the overall error obtained in the discontinuity
measurements. The count-rate in the detectors was
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dead-time and pile-up effects, minimising any
count rate–effects due to the abrupt increase in
the absorption efficiency at the K-edges.3. Experimental results and discussion
In Fig. 2 the Ka-peak centroids are depicted as a
function of the energy for the regions around the
Y, I and Ba K-absorption edges (17.037, 33.164
and 37.410 keV, respectively). The least-squares fit150
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Fig. 2. Detector relative amplitude (J, D) as a function of the
X-ray energy, Ex: (a) for YAP, (b) NaI(Tl) and (c) BaF2
scintillators. The solid straight lines represent linear least-
square fits to each set of data below (J) and above (D) the
respective K-absorption edges.of straight lines to each set of data below and
above the K-edges are also depicted in Fig. 2. As
shown, for all the cases, the amplitude response to
X-rays is found to be linear in the regions below
and above the K-edges, presenting a discontinuity
at the K-edges.
To determine the discontinuity, each straight
line fit was extrapolated to the respective K-edge
region. An abrupt decrease in the channel number
was found in all cases. These discontinuities were
converted into the corresponding energy using the
average energy per channel established for each
run. The measured discontinuities, based upon this
method, were determined to be 0.570.1, 1.770.3
and 0.870.2 keV for the YAP, NaI(Tl) and BaF2
scintillators, respectively. These discontinuities
result in a region within 0.570.1, 1.670.3 and
0.970.2 keV where the X-ray energy cannot be
obtained unambiguously.
We note that, for the NaI(Tl) case, the La-K-
peak centroid lies between the two linear fittings.
This is due to the energies of the Ka1 and Ka2,
which are above and below the I-K-edge, respec-
tively. The discontinuities obtained for the ionic
crystals are noticeably higher than those obtained
for gas detectors. In particular, the results
obtained for the NaI and BaF2 are more than
four times higher than those obtained for Xe [1].
The higher non-linearity effect observed for the
amplitude response of NaI(Tl) may be attributed
to the larger light yield non-proportionality in the
electron response of this crystal. While for NaI(Tl)
the scintillation yield for electrons may present
variations as large as 10% [9,11,12,14,17], YAP
scintillators present an uniform trend [14].
Since the centroid channel number (or ampli-
tude), A, is proportional to the average number of
photons, N, produced by X-rays with energy Ex,
the scintillation yield is proportional to the A/Ex
ratio. In Fig. 3, the typical behaviour obtained for
the A/Ex ratio is depicted as a function of the
X-ray energy, for the regions around the K-
absorption edges of Y, I and Ba. The error–bars
were estimated taking into account the fluctua-
tions in the relative values of the A/Ex ratios
obtained for the different runs. As seen, an abrupt
variation in the scintillation yield is observed for
all the cases at the respective K-edge, characteristic
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Fig. 3. Centroid channel-to- X-ray energy ratio, A/Ex, (J,D)
as a function of the X-ray energy, Ex: (a) for YAP, (b) NaI(Tl),
(c) BaF2 scintillators, below (J) and above (D) the respective
K-absorption edges.
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Relative variations of 3%, 4% and 2% were
measured for the YAP, NaI(Tl) and BaF2 scintil-
lators, which are significantly higher than the 0.5%
relative variation obtained for the w-value of Xe
gas detectors.
The relative behaviour obtained for the NaI(Tl)
scintillation yield is in good agreement with
that presented in Ref. [12]. The results obtained
for YAP and BaF2 show a nearly constant
trend above and below the K-edge, which is inagreement with the behaviour depicted in
Refs. [9,13]. The results obtained for YAP and
BaF2 scintillators are consistent with a signifi-
cantly more proportional response of these crys-
tals to electrons. While for YAPs the literature
confirms this trend [14], for BaF2 there is no data
available in the literature, to the best of our
knowledge.4. Conclusions
We investigated the response of YAP, NaI(Tl)
and BaF2 scintillators to X-rays with energies
around the Y, I, and Ba K-absorption edges,
respectively. The experimental results reveal a
linear amplitude response of the detectors, except
for the region around the K-absorption edges.
An abrupt decrease of about 3%, 5% and 2%
were observed in the detector amplitude at the
K-edges, for the YAP, the NaI(Tl) and the
BaF2 scintillator. These discontinuities result in a
region within 0.570.1, 1.670.3 and 0.970.2 keV
where the X-ray energy cannot be obtained
unambiguously. The scintillation yield was
found to present an abrupt decrease of 3%, 4%
and 2%, respectively, at the K-edges. The mea-
sured non-linearity effects are more significant
than those obtained for gaseous detectors. Addi-
tionally, the larger dependence in the electron
response of NaI(Tl) results in higher measured
amplitude discontinuity. The results obtained for
YAP and BaF2 scintillators are consistent with
a more proportional response of these crystals
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